
AvosetTM  End of Infusion

Infusion Complete Upstream Occlusion

The infusion may end in one of two ways

Utilize the following steps to end the infusion

Dismiss the alarm Press and hold down the 
 button for 3 seconds 

to power the pump off

• At the end of the infusion, 
the pump will alarm 
INFUSION COMPLETE.

• May occur at the end of the infusion due to an 
empty medication reservoir

• If an UPSTREAM OCCLUSION alarm occurs, visually check 
to ensure the medication reservoir is empty.

Close the white clamp 
on the tubing
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For more information on Eitan Medical’s Avoset solution,
please visit www.eitanmedical.com
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