
Clamp is closed  
(set is pinched)

Clamp is open 
(set is not pinched)

Avoset TM

AV1029 Administration Set

Step 1 - Preparing the set for use

For use with Avoset TM Infusion Pump

Verify set is disconnected 
from patient.

The Avoset DSPR administration set includes 
a built-in Downstream Pressure Relief (DSPR) 
component. This component is designed to 
reduce downstream pressure buildup under 
high-resistance conditions and can be used 
with one or two syringes.

Ensure all clamps are open and 
white release clip in place. 

Remove the protective cap from the end of the set.

When using a single container, 
remove protective cap from the 
longer primary line and replace 
it with the container. If using a 
second container, attach it to 
the remaining line.
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Always use the primary line 
first. The primary line is the 
longer line with the clamp 
and protective cap.
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Male luer lock with 
back check valve

Vented cap for male luer lock

DSPR component

Slide clamp

Secondary line

Slide clamp

Primary line

White release clip

Administration
cassette
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Step 2 - Manual prime & attaching the set to the pump

For more information on Eitan Medical’s Avoset solution,
please visit www.eitanmedical.com

For additional instructions on priming 
with the Avoset pump, refer to the 
Avoset pump user manual.

For full instructions on the use of the 
AV1029 administration set, refer to 
the directions for use insert found in 
the set packaging.

12
22

1-
05

0-
10

36
-T

RG
 | 

Re
v.

01
 | 

05
.2

02
6

30

30

Position the DSPR 
administration set 
cassette at the bottom 
of the pump, groove 
front facing aligning 
cassette shape.

Push the cassette into the pump. 
You should hear two clicks 
indicating full engagement. 
Verify the set is securely 
attached.

Fill entire set with fluid to displace all air.
Note: When priming is required after removal of white release 
clip, press gray lever in cassette to allow fluid flow.

Following successful priming, 
connect the administration set 
to the patient. 

When all air is removed from set, 
remove the white release clip.
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