
Clinician-Reported Safety, Alarm 
Performance, and Usability of a Smart
Ambulatory Infusion Pump: A Multi-Country Survey 

Background
Ambulatory and home postoperative analgesia frequently relies on elastomeric pumps, despite known flow 
variability related to temperature, height and back pressure¹. Modern electronic ambulatory pumps offer: 
Programmable intermittent bolus regimens, delayed starts, occlusion and air-in-line alarms, smart pump 
safeguards and error-reduction software  to intercept wrong-dose and wrong-rate events2-5. 
Real-world clinician experience with smart electronic systems in outpatient pain management remains limited. 
Objective: To evaluate clinician-reported safety, alarm performance, usability, and satisfaction with 
a smart electronic ambulatory infusion pump in outpatient and home settings.

Methods
Device: Avoset® Ambulatory Infusion Pump System (Eitan Medical)
Design: Post-market clinical follow-up (PMCF) structured online survey
Survey Period: Device use evaluated: Jan–Dec 2024
Participants: 
•	Nurses, physicians, pharmacists 
•	USA, UK, France 
•	≥7 prior device uses
Domains Assessed: Care environment, infusion modes, routes of infusion, alarm
recognition and effectiveness, perceived accuracy, adverse events, accessory experience 
(including the Programming tool and AvosetPad for wireless pump and Programming 
tool pairing), and overall satisfaction.
Analysis: Descriptive statistics
Ethics: IRB exempt; anonymous clinician feedback only

Results 
Respondents Total: 11: USA: 6, UK: 3, France: 2
Practice Setting: Ambulatory/outpatient: 7, Homecare: 4
Infusion Characteristics: 
Most Common Modes: Continuous infusion and patient-controlled analgesia (PCA) with boluses 
Routes: Intravenous, perineural, and subcutaneous
Outcomes: No respondents reported side effects, misuse, or labeling issues. No reported alarm failures 
or dosing inaccuracies across 11 clinicians in 3 countries. Alarms were effective in drawing attention of 
the user for troubleshooting e.g., resolving line kinks resulting in an occlusion alarm for the six clinicians that 
experienced an alarm. Accessories experience including the Programming tool was overall positive, 
though a minor number of login-related events were noted. 

Discussion 
Smart electronic ambulatory infusion pumps may provide enhanced safety compared with elastomeric 
systems. The survey shows that alarms effectively drew the users' attention for troubleshooting.
The pump system was shown to reduce medication errors and ensured dosing consistency. 
These features may support improved workflow and potentially better clinical outcomes in outpatient 
regional anesthesia. Data visibility capabilities for PCA management are available on the Eitan Insights® 
platform and represent a compelling area for further evaluation, particularly in relation to remote 
troubleshooting in regional anesthesia in the home setting. Further comparative studies are warranted.

Limitations 
Small sample size (n=11), no direct comparison group, no patient-reported outcomes, only clinician feedback.
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 Eitan Insights® platform remotely presenting PCA bolus attempts data sent from Avoset® pump infusion via the AvosetGo app.

Clinicians across three countries reported:
•	Effective alarm performance
•	Favorable usability
•	High perceived safety
•	Workflow benefits with the Programming tool

Smart electronic ambulatory infusion pumps 
represent a promising alternative to elastomeric 
systems in outpatient pain management.

Conclusions


